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ABS Meter Efficiency Valve:

Calibration Testing
Improves Water Meter
Accuracy

Trillium calibration test - January 2023
Markham, Ontario, Canada

Testing of the patent pending ABS Meter Efficiency
Valve (MEV) was facilitated by Trillium Measurement
and Control to determine how effective the ABS MEV

performed under conditions where entrained air
was introduced into the flow of water.

Below are the results.

Flow Rate Flow Rate Test 1 - Water Test 2 - Water Meter Test 3 - Water Meter - Water Meter
(LPM) Meter (Error %) - Air (Error %) Air - ABS MEV (Error %) Accuracy (Change %)
Low 35 -0.02 73.14 7.5 90
Medium 679 0.63 4.67 1.9 60
High 1324 1.69 3.88 1.88 52

Note: No amount of air was introduced in Test 1. in Test 2 and 3 an amount of 0.4 Standard Cubic Feet per Minute (SCFM) of air was introduced
into the closed loop system.
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